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the  chamber  in  several  modules.  Each  module  controlled  independently.  This  article  shows  another 
method: using a unique hot chamber but implementing a distributor on front of each pair fan/heater with 
the temperature sensor located behind the distributor. In this implementation, the fans/heaters, with the 
distributors,  provide  a  very  good  temperature  uniformity  along  the  whole  chamber.  And,  with  the 
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of  fans/heaters  assemblies  along  the  scan  axis.  The  more  fan/heaters  assemblies,  better 
temperature uniformity can be got. 
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